Physically plausible K-space trajectories for Compressed Sensing in MRI: From simulations to real acquisitions by Lazarus, C et al.
HAL Id: hal-01296496
https://hal.inria.fr/hal-01296496
Submitted on 1 Apr 2016
HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.
L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.
Physically plausible K-space trajectories for Compressed
Sensing in MRI: From simulations to real acquisitions
C Lazarus, N Chauffert, J Kahn, Pierre Weiss, A Vignaud, P Ciuciu
To cite this version:
C Lazarus, N Chauffert, J Kahn, Pierre Weiss, A Vignaud, et al.. Physically plausible K-space
trajectories for Compressed Sensing in MRI: From simulations to real acquisitions. CEA Visiting
committee on High Performance Computing, Mar 2016, Saclay, France. 2016. ￿hal-01296496￿
C. Lazarus1,2, N. Chauffert1,2, J. Kahn3, P. Weiss3,4, A. Vignaud1 and P. Ciuciu1,2  
1 CEA/DSV/I2BM/NEUROSPIN, 91191 Gif-sur-Yvette, FRANCE 
2 INRIA Saclay-Ile de France, Parietal team, 91191 Gif-sur-Yvette, FRANCE 
3 Institut de Mathématiques de Toulouse (UMR 5219), Toulouse, FRANCE 
4Institut des Technologies Avancées du Vivant (USR 3505), Toulouse, FRANCE 
Abstract 
Magnetic resonance imaging (MRI) is a medical imaging technique used in radiology to image the anatomy and function of the body in both health  and disease. MRI is probably one 
of the most successful application fields of compressed sensing (CS). Despite recent advances, there is still a large discrepancy between theories and actual applications. Overall, 
many important questions related to sampling theory remain open. In this work, we address one of them: given a set of hardware constraints (e.g. sampling Fourier coefficients along 
smooth curves), how to optimally design a sampling pattern? We first derive three key aspects that should be carefully designed by inspecting the literature, namely admissibility, limit 
of the empirical measure and coverage speed. To fulfill them jointly, we then propose an original approach which consists of projecting a probability distribution onto a set of admissible 
measures. The proposed algorithm allows to handle arbitrary hardware constraints (gradient magnitude, slew rate) and then automatically generates efficient sampling patterns. The 
MR images reconstructed using the proposed approach have a significantly higher SNR (2-3 dB) than those reconstructed using more standard sampling patterns (e.g. radial, spiral), 
both for medium and very high resolution imaging. Likewise, reconstructions from highly undersampled data acquired in experiments performed on a 7T SIEMENS MR scanner show 
the superiority of our sampling schemes over traditional MR samplings and proved that very large acceleration factor (up to 40-fold) are practically achievable with CS-MRI. 
Sampling in Magnetic Resonance Imaging 
gradient waveforms for spiral imaging 
Displacement in k-space is performed via magnetic field gradients.  
At time t, the k-space position 𝑠(𝑡) and gradient waveform g(t) are related by:                                    
where 𝛾 denotes the gyromagnetic ratio. 




Sampling/Hardware constraints in MRI 
The constraints on  𝑔 read: 𝑔(𝑡) ≤ 𝐺max,         𝑔 𝑡 ≤  𝑆max 
The values of the bounds 𝐺max and 𝑆max are specified by the gradient system manufacturer. Then, the set 
of admissible sampling curves is defined by: 
𝒮𝑀𝑅𝐼 = 𝑠 ∈ 𝒞
2 0, 𝑇 𝑑 , 𝑠 𝑡 ≤ 𝛾𝐺max, 𝑠 𝑡 ≤ 𝛾𝑆max, ∀𝑡 ∈ 0, 𝑇  
Objective: Minimize the acquisition time 𝑇𝜀 such that there 
exists 𝑔: 0, 𝑇𝜀 → ℝ
𝑑  satisfying the constraints by collecting 
the samples 𝐸 𝑠 = 𝜌 (𝑠(𝑘Δ𝑡)) 𝑘∈ 0,⋯,𝑇𝜀/Δ𝑡  along curve 
𝑠 that allows reconstructing 𝜌  such that 𝜌 − 𝜌 ≤ 𝜀. 
𝜌  (k-space) 𝜌 
1. How to choose the 
measurements 𝑬(𝒔)? 
2. How to find optimal 𝒔? 
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Conclusions 
In this work, we have proposed an original computer-intensive approach to design efficient sampling schemes 
complying with the hardware constraints of MRI gradient systems. On the reconstructed images we have 
shown significant improvements in terms of image quality (pSNR) in very high resolution anatomical imaging, 
which makes sense for in-vivo exams at ultra-high magnetic field (ISEULT Project@NeuroSpin). MR 
acquisitions on 7T MR scanner showed superiority of developed sampling schemes and suggest the feasibility 
of very high acceleration factor at very high resolution in CS-MRI. 
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Illustration:  
Approximating Mona Lisa by a 
spaghetti i.e. by projecting onto 
the set 𝒮𝑀𝑅𝐼  𝑝 = 100,000  


















Application to Design of k-space Trajectory 
𝑛 = 2048 × 2048, 𝐺max=40 mT.m
-1, 𝑆max = 150 mT.m
-1.ms-1 
Only 4.8% of full k-space  data were sampled (𝑚 = 200, 000). For 
projection, we used 𝑝 = 25,000 points/curve (𝑇 = 200ms) and 8 curves 
in total:  
 20-fold acceleration compared to whole k-space acquisition 
Numerical resolution  on 32 core CPU@2.4 GHz (RAM 192 Gb) 
 Projection on measures  brought by curves  in 𝒮𝑀𝑅𝐼 outperforms radial and spiral imaging 
by 2 to 3 dB 
[Chauffert et al, 2016c] 
iid 𝜋 drawings  Radial Spiral Projection on 𝒮𝑀𝑅𝐼  Isolated points 
4,000 iterations 
Multi Resolution Strategy: 
48h of computation 
Design of feasible gradient waveforms:  
A Projection Problem on Measure set 
Image reconstructions from undersampled MR data 
 Very high resolution CS-MRI images: 0.120 x 0.120 x 5 𝑚𝑚3 – Matrix size: 2048x2048 
 Pointwise acquisition inspired by spectroscopic MRI (T1W), perfomed on 7T SIEMENS MR scanner 

















































𝒎𝒊𝒏𝒊𝒎𝒊𝒛𝒆 𝑨𝒛 − 𝒚 𝟐





𝐹 ∶ NFFT 
𝜓 ∶ sparsifying transform  
𝐴 = 𝐹𝜓−1 
𝑦 ∶ acquired data 
𝑥 ∶ image 
𝑧 = 𝜓𝑥 ∶ sparse representation of x  











Variable Density Sampling (VDS) 
 












Radial VDS 𝑠 ∉ 𝑆𝑀𝑅𝐼 
This is not feasible! 
𝝅 
𝝊∗ 






















 Specific projection algorithm: 𝑃𝒬𝑝  [Chauffert et al, 2016b] 










 Extremely large acceleration factors (up to 40-fold) are achievable in CS-MRI for high 
resolution imaging 
 MR acquisitions show superiority of projection sampling schemes over radial or iid drawings 
(Unpublished work by C. Lazarus, A. Vignaud, P. Ciuciu) 
Physically plausible K-space trajectories for Compressed Sensing in MRI: 
From simulations to real acquisitions 
Full k-space R=20 - radial R=40 - projection 
SNR=10 SNR=22 SNR=20 SNR=18 SNR=21 
pSNR=20.45 pSNR=19.22 
SNR=10 
R=20 - iid 
pSNR=20.32 
SNR=20 SNR=18 SNR=21 
R=20 - projection 
pSNR=21.14 
SNR=22 
